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listing number. A manufacturer or im-
porter that does not have an FDA es-
tablishment registration number shall
indicate in the report whether it has
ever registered with FDA.

(6) The model, catalog, or code num-
ber of the device and the manufac-
turing lot or serial number of the de-
vice or other identification number.

(6) The manufacturer’s name, ad-
dress, telephone number, and contact
person if different from that of the per-
son submitting the report.

(7) A description of the event(s) giv-
ing rise to the information reported
and the corrective or removal actions
that have been, and are expected to be
taken.

(8) Any illness or injuries that have
occurred with use of the device. If ap-
plicable, include the medical device re-
port numbers.

(9) The total number of devices man-
ufactured or distributed subject to the
correction or removal and the number
in the same batch, lot, or equivalent
unit of production subject to the cor-
rection or removal.

(10) The date of manufacture or dis-
tribution and the device’s expiration
date or expected life.

(11) The names, addresses, and tele-
phone numbers of all domestic and for-
eign consignees of the device and the
dates and number of devices distrib-
uted to each such consignee.

(12) A copy of all communications re-
garding the correction or removal and
the names and addresses of all recipi-
ents of the communications not pro-
vided in accordance with paragraph
(c)(11) of this section.

(13) If any required information is
not immediately available, a state-
ment as to why it is not available and
when it will be submitted.

(d) If, after submitting a report under
this part, a manufacturer or importer
determines that the same correction or
removal should be extended to addi-
tional lots or batches of the same de-
vice, the manufacturer or importer
shall within 10-working days of initi-
ating the extension of the correction or
removal, amend the report by submit-
ting an amendment citing the original
report number assigned according to
paragraph (c)(1) of this section, all of
the information required by paragraph
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(¢)(2), and any information required by
paragraphs (c)(3) through (c¢)(12) of this
section that is different from the infor-
mation submitted in the original re-
port. The manufacturer or importer
shall also provide a statement in ac-
cordance with paragraph (c)(13) of this
section for any required information
that is not readily available.

(e) A report submitted by a manufac-
turer or importer under this section
(and any release by FDA of that report
or information) does not necessarily re-
flect a conclusion by the manufacturer,
importer, or FDA that the report or in-
formation constitutes an admission
that the device caused or contributed
to a death or serious injury. A manu-
facturer or importer need not admit,
and may deny, that the report or infor-
mation submitted under this section
constitutes an admission that the de-
vice caused or contributed to a death
or serious injury.

(f) No report of correction or removal
is required under this part, if a report
of the correction or removal is required
and has been submitted under parts 803
or 1004 of this chapter.

[62 FR 27191, May 19, 1997, as amended at 63
FR 42232, Aug. 7, 1998; 69 FR 11311, Mar. 10,
2004]

§806.20 Records of corrections and re-
movals not required to be reported.

(a) Each device manufacturer or im-
porter who initiates a correction or re-
moval of a device that is not required
to be reported to FDA under §806.10
shall keep a record of such correction
or removal.

(b) Records of corrections and remov-
als not required to be reported to FDA
under §806.10 shall contain the fol-
lowing information:

(1) The brand name, common or usual
name, classification, name and product
code if known, and the intended use of
the device.

(2) The model, catalog, or code num-
ber of the device and the manufac-
turing lot or serial number of the de-
vice or other identification number.

(3) A description of the event(s) giv-
ing rise to the information reported
and the corrective or removal action
that has been, and is expected to be
taken.
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(4) Justification for not reporting the
correction or removal action to FDA,
which shall contain conclusions and
any followups, and be reviewed and
evaluated by a designated person.

(5) A copy of all communications re-
garding the correction or removal.

(c) The manufacturer or importer
shall retain records required under this
section for a period of 2 years beyond
the expected life of the device, even if
the manufacturer or importer has
ceased to manufacture or import the
device. Records required to be main-
tained under paragraph (b) of this sec-
tion must be transferred to the new
manufacturer or importer of the device
and maintained for the required period
of time.

[62 FR 27191, May 19, 1997, as amended at 63
FR 42233, Aug. 7, 1998]

§806.30 FDA access to records.

Each device manufacturer or im-
porter required under this part to
maintain records and every person who
is in charge or custody of such records
shall, upon request of an officer or em-
ployee designated by FDA and under
section 704(e) of the act, permit such
officer or employee at all reasonable
times to have access to, and to copy
and verify, such records and reports.

[63 FR 42233, Aug. 7, 1998]

§806.40 Public availability of reports.

(a) Any report submitted under this
part is available for public disclosure
in accordance with part 20 of this chap-
ter.

(b) Before public disclosure of a re-
port, FDA will delete from the report:

(1) Any information that constitutes
trade secret or confidential commer-
cial or financial information under
§20.61 of this chapter; and

(2) Any personnel, medical, or similar
information, including the serial num-
bers of implanted devices, which would
constitute a clearly unwarranted inva-
sion of personal privacy under §20.63 of
this chapter or 5 U.S.C. 552(b)(6); pro-
vided, that except for the information
under §20.61 of this chapter or 5 U.S.C.
552(b)(4), FDA will disclose to a patient
who requests a report all the informa-
tion in the report concerning that pa-
tient.
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